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AbstrACt
Objective To validate a three-step protocol that 
assesses the clinical risk associated with using blood 
glucose monitoring systems (BGMS) in neonates for the 
management of dysglycaemia.
Method The three-step validation approach included 
confirmation of the accuracy of the reference method 
using National Institute of Standards and Technology 
(NIST) glucose standards, assessment of analytical risk 
performed on whole blood collected from paediatric 
patients routinely tested for glucose and a clinical risk 
assessment performed using heel stick capillary samples 
collected from 147 new-born babies and neonates 
admitted to intensive care. BGMS glucose measurements 
were compared with the NIST aligned laboratory reference 
method.
results The accuracy of the laboratory reference 
method was confirmed with the NIST standards. 
Specificity studies demonstrated that the accuracy 
of one of the BGMS was affected, particularly, in the 
hypoglycaemic range, by known interference factors 
including haematocrit, ascorbic acid, lactose, galactose, 
N-acetylcysteine and glutathione. The accuracy of the 
other BGMS was unaffected. The clinical performance of 
this BGMS in neonates met the system accuracy criteria 
of Clinical and Laboratory Standards Institute (CLSI) 
POCT 12-A3 standard for evaluating hospital BGMS with 
95.1% of glucose measurements within±0.67 mmol/L 
for samples ≤5.55 mmol/L and 95.6% within±12.5% for 
samples>5.55 mmol/L.
Conclusions This three-step validation protocol provides 
a challenging approach for determining the accuracy 
and reliability of BGMS for managing dysglycaemia in 
neonates. StatStrip BGMS achieved analytical and clinical 
performance criteria confirming its suitability for use 
in neonates. We advocate that this validation approach 
should be considered for performance evaluations of both 
BGMS and continuous glucose monitoring systems going 
forward.

IntrOduCtIOn
Accurately identifying and managing dysg-
lycaemia is important in high-risk neonates. 
Neonates with prolonged or recurrent episodes 
of hypoglycaemia can have a poor prognosis 

and are at risk of developing long-term neuro-
cognitive impairments. This is most marked 
in symptomatic hypoglycaemia, but long-
term neurological sequelae have also been 
associated with asymptomatic hypoglycaemia 
in small-for-gestational age babies, babies of 
diabetic mothers or preterm babies.1 2 Hyper-
glycaemia is common in preterm babies 
particularly extremely low birthweight babies 
during the first days of life. Unmanaged hyper-
glycaemia is associated with short-term negative 

What is already known on this topic?

 ► There is increasing debate about the accuracy and 
reliability of current bedside blood glucose monitor-
ing systems (BGMSs).

 ► Published case studies and real-time as well as 
simulation modelling studies have highlighted that 
the use of inaccurate BGMS can lead to mismanage-
ment of dysglycaemia resulting in adverse clinical 
outcomes.

 ► Evaluations to assess clinical performance and 
risk often neglect to confirm the accuracy of the 
reference method, questioning the validity of data 
analysis.

What this study hopes to add?

 ► A three-step protocol to assess the clinical accu-
racy risk of a diagnostic method that includes: (1) 
isotope dilution mass spectrometry alignment of the 
reference method, (2) an analytical risk assessment 
focusing on specificity studies and  (3) a clinical 
risk assessment performed on the target patient 
populaton.

 ► The three-step validation protocol used provides a 
platform for more effective validation of the perfor-
mance of BGMS in neonates.

 ► First demonstration of BGMS meeting Clinical and 
Laboratory Standards Institute Point-of-Care Testing 
(POCT) system accuracy criteria in a neonatal 
population.
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influence on neurological and behavioural outcomes and 
is a risk factor for early mortality in very preterm infants.3 
Close monitoring of blood glucose levels in high-risk 
babies is important in avoiding the consequences of 
hypoglycaemia and hyperglycaemia.4 Bedside handheld 
blood glucose monitoring systems (BGMCs) are widely 
used for measuring glucose in neonates.5 However, there 
is increasing debate about the accuracy and reliability of 
current bedside BGMS.4–7 Analytical accuracy evaluations, 
published case studies and real-time as well as simulation 
modelling studies have highlighted that the use of inaccu-
rate BGMS can lead to mismanagement of dysglycaemia 
resulting in adverse clinical outcomes.8–14 Falsely elevated 
BGMS glucose values in adult and neonatal hospitalised 
patients particularly those in intensive care can be associ-
ated with pathophysiological factors or medication present 
in the patient’s whole blood.8 9 Abnormal haematocrit 
values, for example, have been shown to adversely affect the 
accuracy of BGMS glucose measurements in neonates with 
low haematocrit causing falsely high glucose values.15 The 
consequence of this can result in a missed neonatal hypo-
glycaemia, and it has been reported that currently used 
BGMS affected by haematocrit can miss up to 50% of hypo-
glycaemias in neonates.16 The failure to recognise hypogly-
caemia could have clinical risk consequences for preterm 
neonates. The increased scrutiny of BGMS accuracy has 
led to the introduction of new guidelines and standards for 
assessing glucose metre performance. Prior to 2012, the 
only international standard available was the International 
Organization for Standardization (ISO) 15197 applied 
only to blood glucose systems used for self-monitoring.17 
In 2013, this was updated to include tighter system accu-
racy criteria.18 In 2012, the first standard for use in hospital 
patients was published from the Clinical and Laboratory 
Standards Institute (CLSI POCT 12-A3) with system accu-
racy criteria tighter than included in ISO 15197:2013.19 
To date, there are limited studies assessing the clinical risk 
accuracy of BGMS in neonates in comparison with the CLSI 
performance criteria. In China, there has also been little 
validation of the wide range of blood glucose metres used 
in hospitals. Many of the glucose metres in use are those 
that are intended for use only for self-monitoring in individ-
uals with diabetes but have migrated into hospital setting. A 
recent international multisite regulatory compliant clinical 
risk assessment study advocates that an isotope dilution mass 
spectrometry (IDMS) aligned laboratory reference method 
should be used as the comparator method in BGMS perfor-
mance evaluations.20 The aim of this study was to establish 
and validate a three-step protocol to evaluate the clinical 
risk associated with using BGMS in neonatal and paediatric 
patients for management of dysglycaemia, using an IDMS 
traceable reference method.

MAterIAl And MethOds
study design
A three-step validation approach was used to assess BGMS 
clinical accuracy risk as according to Chinese Consensus 

Glucose Performance Guidelines for hospital BGMS21 and 
CLSI POCT 12-A3 guideline.19 The three-step approach 
comprised: (1) validation of the accuracy and IDMS trace-
ability of the laboratory reference method with interna-
tional reference, (2) an analytical risk assessment including 
method correlation, precision and specificity studies 
performed on two BGMS, and (3) a clinical accuracy risk 
assessment was performed with the BGMS demonstrating 
better specificity and the lowest analytical risk.

IdMs calibration alignment of the reference method
The validation of the IDMS alignment of the central 
laboratory reference method was performed with 
National Institute of Standards and Technology (NIST) 
standard reference materials 917c (NIST certified pure 
glucose, purity 99.7%±0.3%) and 965b (glucose in frozen 
serum with NIST-certified concentration values), both 
of which were assessed by isotope dilution gas chroma-
tography mass spectrometry. The reference laboratory 
method used glucose oxidase run on a Hitachi 7180 
laboratory analyser (Roche Diagnostics, Indianapolis, 
Indiana, USA).

Analytical risk assessment
For the analytical risk assessment, venous whole blood 
specimens were collected in lithium heparin blood 
collection tubes from paediatric patients routinely tested 
for glucose as part of our institution’s glycaemic control 
programme. Each whole blood specimen was tested 
directly after collection using the two BGMS systems: 
StatStrip Glucose (Nova Biomedical, Waltham, Massa-
chusetts, USA), AccuChek Inform II (Roche Diagnos-
tics). The two BGMSs were randomly used throughout 
the analytical study. Following BGMS testing, the samples 
were immediately centrifuged, and the plasma was tested 
on the hospital central laboratory reference analyser 
glucose method. For the specificity studies, the influence 
of interfering factors such as ascorbic acid, lactose, galac-
tose, β-hydroxybutyrate, N-acetylcysteine, glutathione 
and haematocrit on the accuracy of glucose measure-
ments was assessed. Adult donated blood specimens were 
used for preparation of specificity samples. The donated 
blood was left overnight for glycolysis to occur resulting 
in the removal of native glucose present in the blood 
sample. Blood samples were prepared with five different 
glucose concentrations (1.1–3.3, 6.9–9.7, 12.5–15.3, 
18.1–20.8 and 25.4–29.2 mmol/L), and at each glucose 
level, two different concentrations of each interference 
were tested along with a zero concentration interference 
control. The concentrations of the interference factors 
tested reflected the levels that can be seen in patients at 
the upper end of the clinical and therapeutic ranges and 
were based on published guidelines.19 22 Five different 
blood glucose levels were also tested in combination 
with five different levels of haematocrit representing the 
abnormal ranges seen in neonatal intensive care unit 
(NICU) patients. The interference blood samples were 
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tested using the two BGMS and by the NIST aligned 
central laboratory reference method.

Clinical risk assessment
Heel stick capillary samples were collected from hospi-
talised new-born babies including neonates admitted to 
intensive care. To ensure sufficient glucose levels within 
the hyperglycaemic or hypoglycaemic range, 20 neonatal 
specimens were spiked with a glucose solution or left to 
undergo glycolysis in order to ensure sufficient glucose 
levels within the hyperglycaemic or hypoglycaemic 

range. Each whole blood specimen was tested directly 
after collection using the StatStrip Glucose BGMS, and 
the haematocrit level was determined in each whole 
blood specimen using microhaematocrit centrifugation 
(StatSpin VT Centrifuge, Statspin, Norwood, Massachu-
setts, USA). Following this, each sample was immediately 
centrifuged, and the plasma was tested on the hospital 
central laboratory analyser glucose method.

Figure 1 Influence of interference factors on the accuracy of BGMS glucose measurements: (A) ascorbic acid, (B) lactose, 
(C) β-hydroxybutyrate, (D) N-acetylcysteine, (E) glutathione and (F) galactose. (1) Each data point represents an average of 
five measurements of the same specimen. (2) In the presence of ascorbic acid or L-glutathione, the accuracy of the laboratory 
analyser glucose measurement is affected. (3) GOD is glucose oxidase laboratory plasma method. BGMS, blood glucose 
monitoring systems.
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statistical analysis
All data analysis and calculations were performed using 
Analyse-It software V.4.0 (Analyse-IT Software, Leeds, 
UK) and Windows Excel. Passing-Bablok regression anal-
ysis was used for the determination of correlation coef-
ficient, intercept and slope. For assessment of method 
correlation the mean, bias, SD and % bias difference 
between the BGMS and the laboratory reference glucose 
oxidase method were determined. Bias plot analysis was 
used to assess BGMS system accuracy in comparison 
with the criteria defined in Chinese Consensus Glucose 
Performance Guidelines21 and CLSI POCT 12-A3 guide-
line19 for hospital blood glucose monitoring. The % bias 
difference between the glucose value for the control 
interference samples (zero), and the glucose value for 
each interference dosed samples was calculated for each 
interfering factor and for each BGMS

results
IdMs calibration alignment of the reference method
The glucose oxidase laboratory reference method showed 
good agreement and alignment with the NIST SRM917c 

and 965b tests confirming IDMS alignment and the accu-
racy of the reference method (online supplementary 
table S1) for use in the analytical and clinical risk assess-
ment studies.

Analytical risk assessment
The analytical interference study showed that ascorbic 
acid, lactose, galactose, β-hydroxybutyrate, N-acetyl-
cysteine and glutathione did not interfere with the accu-
racy of StatStrip BGMS glucose measurements. For the 
AccuChek Inform II BGMS, only β-hydroxybutyrate did 
not interfere with the accuracy of glucose measurements. 
The interference factors particularly influenced the 
accuracy of the low level glucose measurements for the 
AccuChek BGMS indicating a risk of misidentifying hypo-
glycaemia (figure 1). Varying haematocrit (HCT) levels 
did not interfere with the accuracy of StatStrip BGMS 
glucose measurements, but for the AccuChek Inform II 
BGMS, the medium and higher glucose levels glucose 
readings were inversely proportional to the HCT levels 
(figure 2). Both StatStrip and AccuChek BGMS showed 
a good initial correlation to the NIST aligned reference 
method (online supplementary figure 1). The overall 
coefficient of correlation (r) for StatStrip compared with 
the NIST aligned reference method was 0.998 with a 
slope of 0.943 and intercept of 0.041 and an overall mean 
% bias difference of −4.46%. The overall coefficient of 
correlation (r) for AccuChek Inform II compared with 
the NIST aligned reference method was 0.998 with a 
slope of 0.907 and intercept of 0.254 and an overall mean 
% bias difference of −3.44%. The agreement between 
the two BGMS and the NIST aligned reference method 

Figure 2 Influence of varying levels of haematocrit 
on the accuracy of BGMS glucose measurements: (A) 
StatStrip BGMS and (B) AccuChek BGMS. (1) The tudy 
was conducted on five glucose levels. The graphs show 
the typical results for 1 of the 5 glucose levels (around 8.33 
mmol/L). (2) Each data point represents an average of five 
measurements of the same specimen. BGMS, blood glucose 
monitoring systems.

Table 1 System accuracy concordance of StatStrip BGMS 
compared with NIST aligned glucose oxidase method

Glucose 
level Criteria Number % within 

Criteria based on Chinese consensus guidelines for hospital 
blood glucose monitoring

  <5.5 
mmol/L

95% within ±0.83 
mmol/L

99 97.0 (96/99)

  ≥5.5 
mmol/L

95% within ±15% 48 95.8 (46/48)

Criteria based on CLSI POCT 12-A3 system accuracy for 
hospital blood glucose monitoring

  ≤5.55 
mmol/L

95% within ±0.67 
mmol/L

102 95.1 (97/102)

  >5.55 
mmol/L

95% within ±12.5% 45 95.6 (43/45/)

  4.2 
mmol/L

98% within ±0.83 
mmol/L

147 98.0 (144/147)

≤4.2 mmol/L and 
within ±20%

>4.2 mmol/L

BGMS, blood glucose monitoring systems; CLSI, Clinical and 
Laboratory Standards Institute; NIST, National Institute of 
Standards and Technology.
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was also analysed using the Bland-Altman plot (online 
supplementary figure 2).

Although both BGMS showed a good correlation to 
the laboratory reference method with the residual spec-
imens, we only selected the StatStrip BGMS for the clin-
ical risk assessment validation step because the accuracy 
of AccuChek Inform 2 was affected by substances that 
may be present in the whole blood matrix of hospitalised 
neonatal and paediatric patients.

Clinical risk assessment
Heel stick capillary blood specimens were collected and 
tested from 147 neonatal patients including 86 males and 
61 females. The mean age of the neonatal population was 
9.6 days and the ages ranged from 1 to 28 days old. Demo-
graphic breakdown by gender and additional informa-
tion on birth weight and clinical disorder categories can 
be seen in online supplementary table S2. Each heel stick 
capillary blood specimen was analysed using StatStrip 
BGMS and the NIST aligned reference laboratory glucose 
method. The StatStrip BGMS achieved concordance to 
both the Chinese consensus performance criteria and 

the CLSI POCT12-A3 guideline system accuracy criteria 
(table 1, figure 3). Haematocrit present in the neonatal 
samples, values ranged from 27% to 70% (mean 49%), 
also had no effect on the accuracy of glucose measure-
ments (figure 4).

dIsCussIOn
Accurate glucose measurements are important for iden-
tifying and managing neonatal dysglycaemia. Handheld 
BGMSs are widely used for this purpose despite concern 
about their accuracy for identifying and managing 
neonatal hypoglycaemia.1 4

However, it is also recognised that continuous glucose 
monitoring systems, although useful for monitoring 
glycaemic variability and with improving overall perfor-
mance, are still less accurate than BGMS for use in hospi-
talised patients.23 Blood gas analysers are regularly used 
for glucose measurements in patients in NICU, but a 
recent report indicates that these may not show good 
agreement with central laboratory results and may not 
meet the accuracy criteria of new hospital use perfor-
mance guidelines.24 The advent of CLSI POCT 12-A3 
guideline as the first guideline published providing 
performance criteria for use in hospital patients provides 
a protocol for evaluating clinical risk prior to selection of 
a BGMS. In this study, this protocol was adopted for the 
first time in China in a three-step validation approach to 
determine the safest BGMS option for use in a neonatal 
patient population. A key step in the process is to ensure 
the accuracy and traceability of the reference method 
glucose measurements, which was established in our 
study using international NIST standards. Confirmation 
of NIST IDMS alignment is rarely presented in published 
accuracy studies undertaken in neonatal patients. In 
our three-step protocol, the analytical risk assessment 
step raised concerns about the neonatal application of 
AccuChek BGMS because of the influence of some of 
the interference substances (which can be present in 
the whole blood matrix of hospitalised neonates) on the 
accuracy of glucose measurements. This has been previ-
ously reported for AccuChek Inform II in accuracy assess-
ments performed on adult patient populations with the 
BGMS not achieving the CLSI performance criteria.25 26 
Erroneous blood glucose readings have been reported 
due to galactose interference in neonates with galacto-
saemia-inherited disease due to transferase deficiency 
leading to mismanagement and misdiagnosis of galac-
tosaemia.11 27 However, transient non-persistent galac-
tosemia can also occur in neonates due to liver disease, 
delay in liver maturation and portasystemic shunting,28 29 
and if unrecognised could lead to inaccurate glucose 
readings. Lactose is a key component of breast milk and 
non-glucose sugars including lactose, and galactose can 
be present in neonatal formula feeds. It is not known 
if at the concentrations present in blood this could 
impact on neonatal blood glucose readings, but it has 
been reported that the AccuChek metre is susceptible 

Figure 3 Bias distribution depicting difference of neonatal 
glycaemia values between StatStrip BGMS and the reference 
method plotted against the reference method, with dash 
lines representing CLSI POCT 12-A3 system accuracy limits. 
BGMS, blood glucose monitoring systems; CLSI, Clinical and 
Laboratory Standards Institute.

Figure 4 Bias distribution depicting difference between 
StatStrip BGMS and the reference method plotted against 
the HCT level in neonatal patient samples (n=147). HCT 
values ranged from 27% to 70% (mean 49%). BGMS, blood 
glucose monitoring systems; HCT, haematocrit.
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to interference by low concentrations of galactose that 
could potentially influence the ability to detect hypogly-
caemia.30 The accuracy of StatStrip BGMS was unaffected 
by these interference factors, and a third validation 
step was undertaken to assess clinical accuracy risk. In 
previously published studies, StatStrip was reported to 
be acceptable for use in neonates, but in these studies, 
SMBG and not hospital glucose performance criteria 
was used to assess accuracy.31 32 In our study, StatStrip 
BGMS met these tighter system accuracy criteria of CLSI 
POCT 12-A3. This outcome is similar to that recently 
reported in a large multisite study performed on criti-
cally ill adult patients.20 In this larger study, a trend anal-
ysis of glucose measurements in the hypoglycaemic range 
was performed to confirm the accuracy in this range. A 
limitation of our study was the small number of glucose 
measurements in the hypoglycaemic range limiting the 
scope for a trend analysis. Our findings indicate that Stat-
Strip BGMS is accurate across the glycaemic range found 
in neonates, and two recent publications have reported 
improved clinical outcomes in paediatric and neonatal 
patients following a switch to using StatStrip BGMS.33 34

This three-step validation approach is a useful tool for 
identifying clinical risk associated with using a BGMS in a 
neonatal setting. The laboratory glucose oxidase method 
used in our hospital is IDMS traceable and as such is vali-
dated for undertaking an evaluation of the accuracy of 
BGMS. StatStrip shows strong measurement accuracy in 
neonates either in normal inpatient ward or in NICU. 
Consideration should be given to adopting the three-step 
validation approach for performance evaluations of both 
BGMS. At present, we do not use continuous glucose 
monitoring systems (CGMS) in our hospital neonatal 
setting but recognise that CGMS is being evaluated for 
neonatal use and as such we believe that our three-step 
protocol should also be considered for determining clin-
ical accuracy of CGMS.

Contributors CC was the lead investigator of the study devising the design of the 
study protocol and undertaking data collection and analysis, data interpretation, 
literature searches, preparation editing and submission of the manuscript. All 
authors contributed to the overall conception and final design of the study and 
to the interpretation of results and drafting of the manuscript. All authors read 
and approved the final manuscript. CC affirms that the manuscript is an honest, 
accurate and transparent account of the study being reported. 

Funding The authors have not declared a specific grant for this research from any 
funding agency in the public, commercial or not-for-profit sectors. 

Competing interests None declared.

Patient consent Parental/guardian consent obtained.

ethics approval Approved by the Ethics Committee of Children’s Hospital of 
Fudan University.

Provenance and peer review Not commissioned; externally peer reviewed.

data sharing statement Supplemental data available.

Open access This is an open access article distributed in accordance with 
the Creative Commons Attribution Non Commercial (CC BY-NC 4.0) license, 
which permits others to distribute, remix, adapt, build upon this work 
non-commercially, and license their derivative works on different terms, provided 
the original work is properly cited, appropriate credit is given, any changes made 
indicated, and the use is non-commercial. See: http:// creativecommons. org/ 
licenses/ by- nc/ 4. 0/.

reFerenCes
 1. Beardsall K. Measurement of glucose levels in the newborn. Early 

Hum Dev 2010;86:263–7.
 2. Adamkin DH. Committee on Fetus and Newborn. Postnatal 

glucose homeostasis in late-preterm and term infants. Pediatrics 
2011;127:575–9.

 3. van der Lugt NM, Smits-Wintjens VE, van Zwieten PH, et al. Short 
and long term outcome of neonatal hyperglycemia in very preterm 
infants: a retrospective follow-up study. BMC Pediatr 2010;10:52.

 4. Woo HC, Tolosa L, El-Metwally D, et al. Glucose monitoring in 
neonates: need for accurate and non-invasive methods. Arch Dis 
Child Fetal Neonatal Ed 2014;99:F153–7.

 5. Dixon KC, Ferris RL, Marikar D, et al. Definition and monitoring 
of neonatal hypoglycaemia: a nationwide survey of NHS England 
Neonatal Units. Arch Dis Child Fetal Neonatal Ed 2017;102:F92–3.

 6. Mesotten D, Van den Berghe G. Glycemic targets and approaches 
to management of the patient with critical illness. Curr Diab Rep 
2012;12:101–7.

 7. Klonoff DC. Point-of-care blood glucose meter accuracy in the 
hospital setting. Diabetes Spectr 2014;27:174–9.

 8. Dungan K, Chapman J, Braithwaite SS, et al. Glucose measurement: 
confounding issues in setting targets for inpatient management. 
Diabetes Care 2007;30:403–9.

 9. Kanji S, Buffie J, Hutton B, et al. Reliability of point-of-care testing 
for glucose measurement in critically ill adults. Crit Care Med 
2005;33:2778–85.

 10. Sartor Z, Kesey J, Dissanaike S. The effects of intravenous vitamin C 
on point-of-care glucose monitoring. J Burn Care Res 2015;36:50–6.

 11. Pillay TS, Turzyniecka MJ. Continuing danger of glucose point-of-
care test devices in the neonatal setting. S Afr Med J 2013;103:356.

 12. Jadhav P, Jadhav M. Fallaciously elevated glucose level by 
handheld glucometer in a patient with chronic kidney disease and 
hypoglycemic encephalopathy. International Journal of Case Reports 
and Images 2013;4:485–8.

 13. Karon BS, Boyd JC, Klee GG. Empiric validation of simulation 
models for estimating glucose meter performance criteria for 
moderate levels of glycemic control. Diabetes Technol Ther 
2013;15:996–1003.

 14. Karon BS, Meeusen JW, Bryant SC. Impact of glucose meter error 
on glycemic variability and time in target range during glycemic 
control after cardiovascular surgery. J Diabetes Sci Technol 
2015;10:336–42.

 15. Balion C, Grey V, Ismaila A, et al. Screening for hypoglycemia at the 
bedside in the neonatal intensive care unit (NICU) with the Abbott 
PCx glucose meter. BMC Pediatr 2006;6:28.

 16. Thomas F, Signal M, Harris DL, et al. Continuous glucose monitoring 
in newborn infants: how do errors in calibration measurements affect 
detected hypoglycemia? J Diabetes Sci Technol 2014;8:543–50.

 17. International Organization for Standardization: ISO 15197-2003. 
in vitro diagnostic test systems—requirements for blood-glucose 
monitoring systems for self-testing in managing diabetes mellitus. 
http://www. iso. org/ iso/ catalogue

 18. International Organization for Standardization: ISO 15197-2013. 
in vitro diagnostic test systems—requirements for blood-glucose 
monitoring systems for self-testing in managing diabetes mellitus. 
http://www. iso. org/ iso/ catalogue

 19. Clinical and Laboratory Standards Institute. POCT12-A3, point-
of-care blood glucose testing in acute and chronic care facilities; 
approved guideline—third edition. Wayne, PA: CLSI, 2013.

 20. DuBois JA, Slingerland RJ, Fokkert M, et al. Bedside Glucose 
Monitoring-Is it Safe? A New, Regulatory-Compliant Risk 
Assessment Evaluation Protocol in Critically Ill Patient Care Settings. 
Crit Care Med 2017;45:567–74.

 21. The Chinese specialists’ common view on the clinical operation 
and regulation of POCT glucose meters. Natl Med J China 
2016;96:2864–7.

 22. Department of Health and Human Services, Centers for Medicare 
and Medicaid Services, Center for Clinical Standards and Quality/
Survey & Certification Group. Reissuance of S&C as Draft Only—
for Comment, Off-Label/Modified Use of Waived Blood Glucose 
Monitoring Systems (BGMS. Baltimore, MD: CMS, 2015.

 23. Rodbard D. Continuous glucose monitoring: a review of successes, 
challenges, and opportunities. Diabetes Technol Ther 2016;18(Suppl 
2):S2-3–S2-13.

 24. Liang Y, Wanderer J, Nichols JH, et al. Blood gas analyzer accuracy 
of glucose measurements. Mayo Clin Proc 2017;92:1030–41.

 25. Wei H, Lan F, He Q, et al. A comparison study between point-of-care 
testing systems and central laboratory for determining blood glucose 
in venous blood. J Clin Lab Anal 2017;31:e22051.

 26. Karon BS, Blanshan CT, Deobald GR, et al. Retrospective evaluation 
of the accuracy of Roche AccuChek Inform and Nova StatStrip 

 on A
pril 3, 2024 by guest. P

rotected by copyright.
http://bm

jpaedsopen.bm
j.com

/
bm

jpo: first published as 10.1136/bm
jpo-2018-000339 on 23 O

ctober 2018. D
ow

nloaded from
 

http://creativecommons.org/licenses/by-nc/4.0/
http://creativecommons.org/licenses/by-nc/4.0/
http://dx.doi.org/10.1016/j.earlhumdev.2010.05.005
http://dx.doi.org/10.1016/j.earlhumdev.2010.05.005
http://dx.doi.org/10.1542/peds.2010-3851
http://dx.doi.org/10.1186/1471-2431-10-52
http://dx.doi.org/10.1136/archdischild-2013-304682
http://dx.doi.org/10.1136/archdischild-2013-304682
http://dx.doi.org/10.1136/archdischild-2016-311473
http://dx.doi.org/10.1007/s11892-011-0241-8
http://dx.doi.org/10.2337/diaspect.27.3.174
http://dx.doi.org/10.2337/dc06-1679
http://www.ncbi.nlm.nih.gov/pubmed/16352960
http://dx.doi.org/10.1097/BCR.0000000000000142
http://www.ncbi.nlm.nih.gov/pubmed/23725967
http://dx.doi.org/10.1089/dia.2013.0086
http://dx.doi.org/10.1177/1932296815602099
http://dx.doi.org/10.1186/1471-2431-6-28
http://dx.doi.org/10.1177/1932296814524857
http://www.iso.org/iso/catalogue
http://www.iso.org/iso/catalogue
http://dx.doi.org/10.1097/CCM.0000000000002252
http://dx.doi.org/10.1089/dia.2015.0417
http://dx.doi.org/10.1016/j.mayocp.2017.03.009
http://dx.doi.org/10.1002/jcla.22051
http://bmjpaedsopen.bmj.com/


7Ba Y, et al. BMJ Paediatrics Open 2018;2:e000339. doi:10.1136/bmjpo-2018-000339

Open access

glucose meters when used on critically ill patients. Diabetes Technol 
Ther 2014;16:828–32.

 27. Özbek MN, Öcal M, Tanrıverdi S, et al. Capillary bedside blood 
glucose measurement in neonates: missing a diagnosis of 
galactosemia. J Clin Res Pediatr Endocrinol 2015;7:83–5.

 28. Kono T, Hiki T, Kuwashima S, et al. Hypergalactosemia in early 
infancy: diagnostic strategy with an emphasis on imaging. Pediatr Int 
2009;51:276–82.

 29. Ono H, Mawatari H, Mizoguchi N, et al. Delay of liver maturation 
as a cause of transient neonatal galactosemia. Pediatr Int 
2000;42:61–3.

 30. Lyon M, Isbell TS, DuBois JA, et al. The impact of low 
concentrations of galactose on the performance of modified pqq-
gdh glucose meters to detect hypoglycaemia. Diabetes Technol Ther 
2014:A139.

 31. Tendl KA, Christoph J, Bohn A, et al. Two site evaluation of the 
performance of a new generation point-of-care glucose meter 
for use in a neonatal intensive care unit. Clin Chem Lab Med 
2013;51:1747–54.

 32. Thomas A, Sall S, Roberts C, et al. An evaluation of the analytical 
performance of a new-generation hospital-based glucose meter and 
an assessment of its clinical reliability in a neonatal care unit. Point 
of Care 2009;8:68–73.

 33. Tran NK, Godwin ZR, Steele AN, et al. Clinical impact of accurate 
point-of-care glucose monitoring for tight glycemic control in 
severely burned children. Pediatr Crit Care Med 2016;17:e406–12.

 34. Raizman JE, Shea J, Daly CH, et al. Clinical impact of improved 
point-of-care glucose monitoring in neonatal intensive care using 
Nova StatStrip: Evidence for improved accuracy, better sensitivity, 
and reduced test utilization. Clin Biochem 2016;49:879–84.

 on A
pril 3, 2024 by guest. P

rotected by copyright.
http://bm

jpaedsopen.bm
j.com

/
bm

jpo: first published as 10.1136/bm
jpo-2018-000339 on 23 O

ctober 2018. D
ow

nloaded from
 

http://dx.doi.org/10.1089/dia.2014.0074
http://dx.doi.org/10.1089/dia.2014.0074
http://dx.doi.org/10.4274/jcrpe.1805
http://dx.doi.org/10.1111/j.1442-200X.2008.02692.x
http://www.ncbi.nlm.nih.gov/pubmed/10703237
http://dx.doi.org/10.1515/cclm-2012-0864
http://dx.doi.org/10.1097/PCC.0000000000000877
http://dx.doi.org/10.1016/j.clinbiochem.2016.05.002
http://bmjpaedsopen.bmj.com/

	Assessment of the performance of blood glucose monitoring systems for monitoring dysglycaemia in neonatal 
patients
	Abstract
	Introduction
	Material and methods
	Study design
	IDMS calibration alignment of the reference method
	Analytical risk assessment
	Clinical risk assessment
	Statistical analysis

	Results
	IDMS calibration alignment of the reference method
	Analytical risk assessment
	Clinical risk assessment

	Discussion
	References


